Objective: The purpose of the current study was to compare the diagnostic accuracy of two-view full-field digital mammography (FFDM) with co-registered two-view digital breast tomosynthesis (DBT). Conclusion: Patients recalled after routine screening mammography will benefit from DBT as an additional technique for diagnostic workup.
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